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ABSTRACT 

pH values of aqueous solutions of acid potassium phthalate, National Bureau 
of Standards Standard Sample 84a, are given for concentrations from 0.001 to 
0.2 m and for temperatures between 0° and 60° C. They were calculated from 
the values of the two dissociation constants of o-phthalic acid and the activity 
coefficients of the acid phthalate and phthalate ions. The pH values range from 
3.88 to 4.42. They may be computed for any temperature from 0° to 60° C, 
inclusive, by the equation 

pH = ^*/T+J5-f CT 
or by the equation 

pH = pH 16 +/c(*-15) 2 

where A*, B, C, and k are constants whose numerical values are dependent upon 
the molality of the solutions, pHis is the pH value at 15° C, and T=t°C-\- 273.16. 
A 0.05-m solution of acid potassium phthalate, the one used most extensively 
in the calibration of pH assemblies, has a pH value of 4.005 at 25° C. Its pH 
value at any temperature from 0° to 60° C, inclusive, may be computed by the 
equation 

pH = 1336.08/7 7 -5.2678 + 0.016069T, 
or by the equation 

pH = 4.000+ 0.0000479 (J-15) 2 . 

The pH values of a 0.05-m solution of acid potassium phthalate prepared with 
Standard Samples 84a and 84b were found to agree within 0.001 pH unit at the 
various temperatures. 

Directions are included for preparations of the solutions on a molal and a 
molar scale of concentration. A critique of the method of evaluating the pH 
values and comparisons with older values reported for 0.05-M and 0.2-M solutions 
are given. 
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I. INTRODUCTION 

Values of the two dissociation constants of o-phthalic acid have been 
reported previously [1, 2] l for temperatures 0° to 60° C, inclusive. 
With their use, it is possible to calculate the hydrogen-ion concentra- 
tion and the pH of solutions of acid potassium phthalate of different 
concentrations and to compare the values with those determined by a 
short method previously described [3]. 

The hydrogen-ion concentration, ra H , of an aqueous solution of acid 
potassium phthalate is represented by the equation 

(aK l K 9 f Vh )/(fif n ) = 3 (1) 
or by 

m _/ gig g /c/ay Ph )(o-wi H ) \H , 9 . 

mH ~V^i/(/H/HP h )+a+m H y' ' W 

with the reasonable assumption that the effects of hydrolysis are 
negligible. In these equations a is the stoichiometric concentration 
of the solution of acid potassium phthalate, K x and K 2 are, respectively, 
the first and second dissociation constants of o-phthalic acid, and j 
is the activity coefficient of the species denoted by subscripts. 2 
The hydrogen-ion activity, a H , is given by 3 

a H =fnm Hj (3) 

and the pH value by 

pH=— log a n =— log/n^H. (4) 

The activity coefficients [1, 2] of the various ions in a solution of 
acid potassium phthalate with or without dipotassium phthalate, 
o-phthalic acid, or potassium chloride are given by the Huckel [6] 
form of the Debye-Huckel equation, or by 4 

-log / h =^Vm/(1 +3.76 BVJO-fe^n, (5) 

-log/ci=^VM/(l+3.76 Bjfi-fomou (6) 

-log / H ph=^VM/(l + 3.76 ^VJ^/WttHPh, (7) 
and __ 
-log/ Ph =4AVM/(l + 3.76 BVlO-friWf* (8) 

« Figures in brackets indicate the literature references at the end of this paper. 

2 Equations 1, 2, 9, and 10 are based on the mass-action equations for the dissociation of o-phthalic acid, the 
equation a =mH 2 Ph-j-mHPh+TOph, and the equation a+WH = WHPh+2mph, expressing electrical neutrality 
of the solutions. Equation 12 is derived in a similar manner except the concentration of the hydroxyl ion, 
77ioh, is included, so that a-\-mB = mHPb-\-2mph-\-moTi. Acid potassium phthalate is considered to be com- 
pletely dissociated into potassium and acid phthalate ions. For more details and references to earlier work, 
see references [1 to 3]. In equations 1 or 2, the symbols HsPh, HPh, and Ph designate, respectively, un- 
dissociated o-phthalic acid, acid phthalate ion, and diphthalate ion. For convenience, the charges on the ions 
are omitted throughout the paper. 

3 The activity coefficient of an individual ion cannot be determined by thermodynamics alone without 
assumption. In the work on pH standards at this Bureau the assumption is made that the activity coeffi- 
cients of ions are given by the Huckel equation and that the "salting-out" terms of the chloride and hydrogen 
ions are equal. The parameters of the Huckel equation are determined from a study of the thermodynamic 
properties of mixtures of acid potassium phthalate, dipotassium phthalate, o-phthalic acid, and potassium 
chloride. For details in regard to this procedure, see references [1 to 5]. 

4 The equation of Huckel was derived for the activity coefficient of a single salt. Huckel assumed that 
the dielectric constant, D, of a solution varied with the salt concentration according to the equation D— 
Z>#(1— /3c,), where Z>o is the dielectric constant of the solvent and is a proportionality constant. In this 
paper and previous ones [1, 2] the assumption was made that the Huckel equation may also be applied to a 
solution containing a mixture of salts. This assumption leads to eq 5, 6, 7, and 8. Frequently, experi- 
menters assumed that the salting-out term is proportional to the ionic strength of the solutions. When 
this assumption is made, it follows that solutions of a particular buffer mixture of different compositions but 
of the same ionic strength have the same pH value [1]. Hamer and Acree [1], however, have shown that 
solutions of a particular buffer mixture of different compositions and of the same ionic strength have different 
pH values. 
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The activity coefficient of the undissociated o-phthalic acid, H 2 Ph, 
is assigned a value of unity, as is customary for neutral molecules. 
The data of Scatchard, Hamer, and Wood [7] show that this is not 
strictly true for concentrated solutions but is a very close approxima- 
tion for most solutions below 0.2 m. 5 

It is the purpose of this paper to present values of the pH of NBS 
Standard Sample 84a of acid potassium phthalate of concentrations 
ranging from 0.001 to 0.2 m and for temperatures from 0° to 60° C, 
based upon the above equations and the values of K u K 2 , 0ci> feph, 
and ftp h given in former reports [1, 2]. Values of A and B at various 
temperatures for use in the above equations are given in a previous 
publication [5]. 6 The ionic strength of the solutions is given by 
(m K +^HPh+4m Ph +^H)/2 and the values of the molalities of the acid 
phthalate and diphthalate ions by the equations 

mHP h = [(Xi/h^/C/h/hph)] (a-m n )/[2m H + (Kifn^Wnfm)] (9) 



and 



mp h =[m H (a-mH)]/[2mH+(^i/H 2 Ph)/C/H/HPh)], 



(10) 



where a represents the molality of acid potassium phthalate and the 
other terms have their usual significance. The value of ra K is equal 
to a, as acid potassium phthalate is completely dissociated into 
potassium and acid phthalate ions. 

II. CALCULATION OF THE pH VALUES OF AQUEOUS 
SOLUTIONS OF ACID POTASSIUM PHTHALATE 

The method of calculation of pH values is illustrated by the data 
given in table 1 for a 0.05-m solution of acid potassium phthalate at 
25° C. First, the solution is considered to consist only of K + and 
HPh~ ions. The ionic strength is then equal to the molality. The 
hydrogen-ion concentration is calculated by eq 2, taking m H as zero on 
the right side of the equation. This value of m H is then used on the 
right side of eq 2 and a new value is determined for m K . This pro- 
cedure is repeated until consistent values of ra H are obtained. Gen- 
erally only three approximations are required. Values of m H pn and 
m Ph are then obtained by eq 9 and 10, and a new value of the ionic 

Table 1. — Values of molecular and ionic species and ionic strength in moles per 1,000 
g of water } and the pH for 0.05-m solution of acid potassium phthalate corresponding 
to the several steps in the arithmetical procedure of successive approximations 





As- 
sumed 
values 


Number of successive approximations 




I 


II 


III 


IV 


V 


VI 


VII 


HAn- ____ 


0.05 

.0 

.0 

.0 

.05 
7 








0. 043657 
.00012039 
. 0032315 
.0031111 
. 053412 

4.009 


0. 043637 
. 00012213 
. 0032424 
.0031203 
. 053426 

4.005 


0. 043637 
. 00012214 
. 0032423 
. 0031202 
. 053426 

4.005 


0. 043637 


H+ 

An=_- 


0. 00012068 


0. 00012039 


0. 00012039 


. 00012214 
. 0032423 


H.An... 








. 0031202 










. 053426 


pH 


4.008 


4.009 


4.009 


4.005 



« In this paper the symbol m is used to denote molality and the symbol M to denote molarity. 

8 These values have since been revised [8]. The use of the new values, however, will not change the values 
of pH given in this paper, as the older values of A and B [5] were employed consistently throughout this 
investigation in the determination of the dissociation constants [1,2], the concentrations of the various ions, 
and the value of the standard potential of the silver-silver-chloride electrode [5]. 
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strength is calculated by using the values of mnph and ra Ph . The various 
quantities are given in table 1 under the column designated as approx- 
imation IV. The new ionic strength is used to calculate a new ra H , 
which in turn, is used to calculate new values of m Ii p h and ra Ph , and so 
on until self-consistent values of m H , Whpii, and m Ph are obtained. 
Data in table 1 show the results of approximations V, VI, and VII. 
Values obtained in approximations VI and VII agree ; hence no further 
arithmetical computations are required. The pH value of 0.05-ra 
solution of acid potassium phthalate prepared with NBS Standard 
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Figure 1. — Plots of the pH values of aqueous solutions of acid potassium phthalate, 
National Bureau of Standards Standard Sample 84a, at 0°, 25° , and 60° C as a 
function of the molality of the solution. 



Sample 84a is therefore 4.005 at 25° C. The pH values of other 
concentrations at the various temperatures were determined in like 
fashion. 

In table 2, values are given of m H , ^hpiu wiph, and m H2 ph from 0° to 
60° C for aqueous solutions of acid potassium phthalate from 0.001 to 
0.2 m. The amount of m Ph and ra H ph is larger for the more concen- 
trated solutions than for the more dilute ones. On a percentage basis, 
however, the reverse is true because of the increased ionization of the 
acid phthalate ion on dilution. 

The pH values of acid potassium phthalate from 0.001 to 0.2 m are 
given in table 3 for temperatures from 0° to 60° C, inclusive. In 
figure 1 the values are shown as a function of the molality of acid 
potassium phthalate at 0°, 25°, and 60° C. From 0.05 to 0.2 m the 
pH values do not change very much. The pH of any intermediate 
concentration can be interpolated from the data of table 3 or read from 
the curves of figure 1 . 



Table 2. — Concentrations {molality Y^IO^) of molecular and ionic species in solutions of acid potassium phthalate of various molalities at ten 

peratures from 0° to 60° C 



Tempera- 


m=0.001 KHPh » 


w=0.002 KHPh 


m =0.005 KHPh 


m=0.01 KHPh 


ture 


H+ 


HPh- 


Ph- 


H 2 Ph 


H + 


HPh- 


Ph- 


H 2 Ph 


H+ 


HPh- 


Ph- 


H 2 Ph 


H+ 


HPh- 


Ph- 


H 2 Ph 


°C 



0. 4736 
.4808 
.4847 
.4862 
.4852 

.4820 
.4765 
.4685 
.4585 
.4465 

. 4324 
.4169 
.4007 


8.871 
8.851 
8.837 
8.826 
8.819 

8.817 
8.818 
8.823 
8.831 
8.842 

8.860 
8.879 
8.899 


0. 8013 
.8150 
.8241 
. 8302 
.8334 

.8326 
. 8291 
.8227 
. 8134 
.8024 

.7867 
.7688 
.7507 


0. 3277 
.3342 
.3394 
.3440 
.3482 

.3506 
.3526 
.3542 
.3549 
.3559 

.3543 
. 3519 
.3500 


0. 5848 
. 5938 
.5983 
.5998 
.5982 

.5937 
.5862 
. 5755 
.5623 
.5466 

.5282 
.5081 
.4872 


17. 83 
17.79 
17.76 
17.74 
17.73 

17.71 
17.72 
17.72 
17.74 
17.76 

17.79 
17.82 
17. 85 


1.377 
1.401 
1.418 
1.430 
1.436 

1.438 
1.434 
1.425 
1. 413 
1. 395 

1. 372 

1.345 
1.317 


0. 7922 
.8075 
.8195 
.8298 
.8380 

. 8438 
.8476 
.8500 
. 8510 
.8483 

.8439 
.8365 
.8293 


0. 7276 
.7388 
.7444 
.7460 
.7437 

. 7376 

.7275 
. 7133 
.6960 
.6756 

.6519 
.6257 
.5988 


44.59 
44.49 
44.42 
44.36 
44.32 

44.29 
44.29 
44. 30 
44. 33 
44.37 

44.43 
44.51 
44.59 


3.069 
3.124 
3.164 
3.194 
3.213 

3.222 
3.219 
3. 207 
3.185 
3.155 

3.110 

3.058 
3.004 


2. 341 
2.385 
2.420 
2.448 
2.469 

2.484 
2.491 
2.494 
2.489 
2.479 

2.458 
2.433 
2.405 


0. 8380 
. 8514 
.8581 
.8601 
.8575 

.8505 
.8388 
.8223 
.8022 

.7785 

.7508 
.7204 
.6891 


88.97 
88.77 
88.62 
88.49 
88.41 

88.35 
88.34 
88.35 
88.40 
88.49 

88.61 
88.76 
88.92 


5. 932 
6.042 
6.122 
6.184 
6.225 

6.249 
6.250 
6.235 
6.200 
6.145 

6.072 
5.981 
5.886 


5.094 


5. 


5.191 


10 

15- 

20 

25 

30 

35 

40 

45 

% 

50 

55 

60 


5.263 
5.324 
5.367 

5.399 
5.411 
5. 413 
5. 398 
5.367 

5.321 
5.261 
5.196 


Tempera- 


m=0.02 KHPh 


to=0.05 KHPh 


77i=0.1 KHPh 


7W = 0.2KHPh 


ture 


H+ 


HPh- 


Ph- 


H 2 Ph 


H+ 


HPh- 


Ph- 


H 2 Ph 


H+ 


HPh- 


Ph- 


H 2 Ph 


H+ 


HPh- 


Ph- 


H 2 Ph 


°C 



5 


0. 9654 
.9815 
.9898 
.9927 
.9903 

.9827 
.9697 
.9510 
.9282 
.9010 

.8694 
. 8344 
.7985 


177.3 
176.8 
176.5 
176.3 
176.1 

175.9 
175. 9 
175.9 
176.0 
176.2 

176.4 
176.7 
177.0 


il. 85 
12.07 
12.23 
12.36 
12.45 

12.52 
12. 53 
12.51 
12.45 
12.35 

12.22 
12.05 
11.88 


10.88 
11.09 
11.24 
11.37 
11.46 

11.54 
11.56 
11.56 
11.52 
11.45 

11.35 

11.22 
11.08 


1.192 
1.214 
1.225 
1. 231 
1.229 

1.221 
1.207 
1.185 
1.158 
1.126 

1.088 
1.046 
1.002 


440.0 
438.8 
438.0 
437.2 
436.7 

436. 4 
436.2 
436.2 
436.4 
436.8 

437.3 
438.1 
438.9 


30.59 
31.19 
31.63 
32.00 
32.25 

32. 42 
32. 50 
32.49 
32.39 
32.16 

31.87 
31.47 
31.07 


29.40 
29.97 
30.41 
30.76 
31.02 

31.20 
31.30 
31. 31 
31.23 
31.04 

30.78 
30.43 
30.06 


1.438 
1. 465 
1.481 
1.489 
1.490 

1.482 
1.467 
1.442 
1.412 
1.374 

1.330 
1.280 
1.229 


873. 7 
871.2 
869.2 
867.6 
866.4 

865. 6 
865.1 
865. 
865. 3 
866.1 

867.1 
868.6 
870.1 


63.87 
65.15 
66.13 
66.94 
67. 52 

67.94 
68.17 
68.20 
68.05 
67.65 

67.11 
66.34 
65.58 


62. 44 
63.68 

64. 65 
65.45 
66.03 

66.46 
66.70 
66.76 
66.64 
66.28 

65. 78 
65. 06 
64.35 


1. 7748 
1.8114 
1. 8334 
1. 8466 
1. 8494 

1. 8432 
1. 8269 
1. 7997 
1. 7649 
1. 7207 

1. 6680 
1. 6089 
1. 5476 


1732. 3 
1726.7 
1722. 3 
1718.6 
1715. 8 

1713. 7 
1712. 4 
1711.9 
1712. 1 

1713. 4 

1715. 2 
1718. 1 

1720. 8 


134. 74 

137. 56 
139. 78 
141. 64 
143. 01 

144.09 
144. 72 
144. 97 
144. 84 
144. 16 

143. 22 
141. 73 
140. 40 


132. 96 
135. 74 


10 

15 

20 — 

25.. 

30_. 

35 

40 

45 

50. 

55.. 

60. 


137. 95 
139. 80 

141. 16 

142. 25 
142. 89 

143. 17 
143. 07 
142. 44 

141. 56 
140. 12 
138. 85 



tq 



a. 

Go 



"0 

§ 
B 1 



* KHPh denotes acid potassium phthalate. 
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Table 3. — pH values of various molalities of acid potassium phthalate, Standard 
Sample 84a of the National Bureau of Standards, from 0° to 60° C 



Tempera- 


pH values 


ture 


771 = 0.001 


771= 0.002 


771=0.005 


771 = 0.01 


771=0.02 


771 = 0.05 


m=0.1 


771 = 0.2 


°C 



4.341 
4.334 
4.331 
4.330 
4.331 

4.334 
4.339 
4.346 
4.356 
4.367 

4.381 
4.397 
4.415 


4.255 
4. 248 
4.245 
4.244 
4.246 

4.249 
4.255 
4.263 
4.273 
4.286 

4.301 
4.318 
4.337 


4.171 
4.165 
4.162 
4.161 
4.163 

4.167 
4.173 
4.182 
4.193 
4.206 

4.222 
4.240 
4.260 


4.122 
4.115 
4.112 
4.111 
4.113 

4.117 
4.124 
4.133 
4. 144 
4.157 

4.174 
4.192 
4.212 


4.076 
4.069 
4.066 
4.065 
4.067 

4.070 
4.077 
4.086 
4.097 
4.111 

4.127 
4.145 
4.165 


4.012 
4.005 
4.001 
4.000 
4.001 

4.005 
4.011 
4.019 
4.030 
4.043 

4.059 
4.077 
4.097 


3.956 
3.949 
3.945 
3.944 
3.945 

3.948 
3.953 
3.962 
3.972 
3.985 

4.000 
4.018 
4.037 


3.895 


5 


3.887 


10 


3.883 


15 


3.881 


20 


3.882 


25 


3.884 


30 _ 


3.890 


35.. 


3.897 


40 


3.907 


45 


3.920 


50 


3.934 


55 


3.952 


60 


3.970 







In figure 2 the pH values are plotted with respect to temperature in 
degrees centigrade. This variation, which is quite small, may be 
expressed by an equation similar to that used by Harned and Kobin- 
son [9] for the variation of dissociation constants with temperature, 
namely, 

VH=A*/T+B+CT. (11) 

The numerical values of the constants A*, B, and C were determined 
by the method of least squares, using the pH data of table 3. The 
numerical values of the constants are given in table 4 for the various 
molalities of acid potassium phthalate. 



4.5 



3.8 




10 



20 



30 



40 



50 



60 



TEMPERATURE - t° C 
Figure 2. — Plots of the pH values of aqueous solutions of acid potassium phthalate, 
National Bureau of Standards Standard Sample ^a, of various molalities as 
a function of the temperature in degrees centigrade, 
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The variation of the pH values with temperature may also be 
expressed by the equation 

P H=pH 15 +£ (tf-15) 2 , (11a) 

where pH 15 is the value for 15° C, and A: is a constant whose numer- 
ical value depends on the stoichiometric concentration of acid potas- 
sium phthalate. The numerical values of the constant, k, are given 
in the last column of table 4 for various molalities of acid potassium 
phthalate. 

Table 4. — Numerical values of the constants of equations 11 and 11a for the variation 
of the pH values of various molalities of acid potassium phthalate with tem- 
perature 



Molality 










of acid 
potassium 


^L*(eqll) 


B (eq 11) 


C (eq 11) 


k (eq 11a) 


phthalate 










0.001 


1185.35 


-3. 8849 


0. 014230 


0. 0000423 


.002 


1251. 83 


-4.4517 


. 015099 


. 0000467 


.005 


1292. 83 


-4. 8377 


. 015657 


. 0000491 


.01 


1321. 45 


-5.0867 


. 016003 


. 0000505 


.02 


1329. 56 


-5.1814 


. 016073 


. 0000503 


.05 


1336. 08 


-5.2678 


. 016069 


. 0000479 


.10 


1312. 11 


-5. 1459 


. 015739 


. 0000464 


.20 


1312. 12 


-5. 1824 


. 015648 


.0000432 



III. COMPARISONS OF THE pH VALUES WITH 
OLDER VALUES 

In table 5 the values calculated for a 0.05-m solution are compared 
with ones obtained by previous investigators [3, 10, 11, 12, 13]. The 
values of Clark and Lubs are lower by 0.027 at 20° C than the ones 
reported in this paper, and those of Kolthoff and Tekelenburg are 

Table o. — Comparison of the pH values of 0.05-m solution of acid potassium with 
values determined by different investigators 



Temper- 
ature 


Clark and 
Lubs 

[10] 


Kolthoff 
and Tekel- 
enburg 

fll] 


Hitchcock 
and Taylor 

[12] 


MacTnnes, 
Belcher, and 
Shedlovsky 

[13] 


Hamer 
and Acree 

[3] 


Present 
values 


A» 


t° C 

5 
10 

12.5 
15 

18 
20 
25 
30 
35 

38 
40 

45 
50 
55 

60 










4.007 
4.002 
3.999 
4.000 
4.000 

4.001 
4.003 
4.008 
4.016 
4.025 

4.032 
4.036 
4.050 
4.068 
4.084 

4.101 


4.012 
4.005 
4.001 
b 4. 000 
4.000 

b 4. 000 
4.001 
4. 005 
4.011 
4.019 

b 4. 027 
4.030 
4.043 
4.059 
4.077 

4.097 


+0.005 
+.003 
+.002 
±.000 
+.000 

-.001 
-.002 
-.003 
-.005 
-.006 

-.005 
-.006 
-.007 
-.009 
-.007 

-.004 
























4.000 










3. 94 « (3. 92) 






3.974 








4. 008 


4.000 




3.96(3.92) 












4.025 


4.015 




3. 99 (3. 93) 










4. 02 (3. 94) 














4. 05 (3. 94) 













■ Differences between present values and former ones determined by Hamer and Acree [3]. 

b Values were calculated by equation 11. 

c Values in parentheses were determined with a hydrogen electrode, whereas the other values of Kolthoff 
and Tekelenburg w r ere determined with a quinhydrone electrode. They considered the hydrogen-electrode 
values less reliable because of possible reduction of the acid potassium phthalate. 
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lower by 0.06, 0.05, 0.04, 0.04, and 0.05, respectively, for temperatures 
of 18°, 30°, 40°, 50°, and 60° C. These differences may be attributed 
partially to the neglect of corrections for liquid-junction potentials 
and partially to their use of hydrogen-ion concentration rather than 
hydrogen-ion activity as the basis of the definition of the pH scale. 
Good agreement is obtained, however, with the results of Hitchcock 
and Taylor and of Maclnnes, Belcher, and Shedlovsky. 

The present values and those previously reported by Hamer and 
Acree [3] agree within 0.005, on the average, which is the limit of 
precision set by them. Hamer and Acree used a method in which a 
comparison was made of the emf of a cell containing 0.05-m acid 
potassium phthalate with the emf of two different cells, one containing 
0.05-m hydrochloric acid and the other 0.05-m potassium hydroxide. 
Although the ionic strength of the hydrochloric acid and potassium 
hydroxide is 0.05, the ionic strength of acid potassium phthalate is 
somewhat higher, because of several ionic reactions that occur when 
the salt is dissolved in water. Hamer and Acree used an ionic strength 
of 0.0533 at each temperature. The true ionic strength may be 
calculated from the data of table 4. It is found to be 0.053378 at 
25° C. Therefore, the value used for the ionic strength cannot 
account for the difference of 0.005 in pH cited above. Hamer and 
Acree used the activity coefficients of potassium hydroxide deter- 
mined by Harned and Cook [14]. Harned and Cook determined the 
activity coefficients only for temperatures from 0° to 35° C, inclusive. 
Values of the activity coefficients of potassium hydroxide from 40° 
to 60° C were obtained by extrapolation of the data of Harned and 
Cook. The difference of 0.005 in pH, may, therefore, be attributed 
to the uncertainties in the values of the activity coefficients of potas- 
sium hydroxide, especially above 35° C. 

The short method of Hamer and Acree, therefore, gives substantially 
the correct values of pH. This method also has added advantage in 
that it partially circumvents the theoretical difficulty of evaluating 
salting-out terms and "ion size" values of individual ions. 

Clark and Lubs determined the pH of a 0.05-M solution of acid 
potassium phthalate by means of the cell 

Pt, H 2 (l atm)|KHPh(0.05 M)|KCl(sat.)|KCl(0.1 iV)|Hg 2 Cl 2 |Hg. 

They obtained 0.5689 v for the emf of this cell at 20° C. Using 
0.3379 v for the 0.1-7V calomel half-cell and neglecting the potential 
of the liquid junction between the saturated solution of potassium 
chloride and the phthalate solution, they obtained a pH value of 
3.974. Recent data make possible a recalculation of the potential of 
the half-cell, including corrections for the potential of the liquid 
junction. Maclnnes, Belcher, and Shedlovsky [13] obtained 0.3358 
v and Hamer [15] found 0.3365 v for the 0.1-N calomel half-cell at 
25° C. If the temperature coefficient of the 0.1-iV calomel half-cell 
given by Maclnnes [16] is used, the values of the potential of the 
half-cell become 0.3360 v and 0.3367 v, respectively, at 20° C. These 
potentials, together with the emf of Clark and Lubs give, respectively, 
4.005 and 3.998 for the pH value at 20° C, or an average value of 
3.999, which agrees well with 4.001 found in this investigation. 7 

7 Clark and Lubs expressed their concentrations on a molar scale, whereas the concentrations used in this 
work were expressed on the molal scale. For concentrations below 0.2 m, differences in pH values introduced 
by differences in the concentration scale are negligible. A 0.05-m solution is 0.049646 M. (See table 7 for 
densities of KHPh.) 
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Kolthoff and Tekelenburg based their measurements upon Soren- 
sen's [17] value of 2.038 for the pH of a solution composed of 0.01-iV 
hydrochloric acid and 0.09-^ potassium chloride at 18° C. This 
value was based upon conductivity measurements involving the 
Arrhenius isohydric principle. However, use of the activity concept 
alters this value. Harned and Hamer [18] obtained a value of 0.789 
for the activity coefficient of 0.01-m hydrochloric acid in 0.09-m 
potassium chloride at 18° C, or 0.794 on a normal scale of concentra- 
tion. As this solution has an activity of 0.00794, its pH value is 
2.100 at 18° C. When used in conjunction with a salt bridge of 
saturated potassium chloride this solution should be assigned a pH 
value 0.02 pH unit lower, or a value of 2.080, because of the difference 
in the liquid-junction potentials of strong acids and weak buffers when 
used in contact with potassium chloride [15]. Hence, the values of 
Kolthoff and Tekelenburg become 3.98, 3.99, 4.00, 4.03, 4.05, and 
4.08, respectively, for temperatures of 18°, 25°, 30° 40°, 50°, and 60° 
C, all of which agree fairly closely with the pH values given in this 
paper. 

Table 6. — Comparison of the pH values of 0.05-m solution of acid potassium phtha- 
late at 25° C after corrections of literature data have been made 



Experimenters 



Year 



Uncorrect- 
ed pH 
values 



pH values 



Estimated 
uncertain- 
ty • 



Clark and Lubs 

Kolthoff and Tekelenburg 

Hitchcock and Taylor 

Maclnnes, Belcher, and Shedlovsky_ 

Hamer and Acree 

Hamer, Pinching and Acree 



1916 
1927 
1937 
1938 
1944 
1945 



3.974 

3.95 

4.008 

4.000 

4.008 

4.005 



4.003 

3.99 

4.008 

4.000 

4.008 

4.005 



0.01 
.01 
.005 
.005 
.005 
.002 



Average value _ _ _. 

Recommended value for National. _ _ _. 

Bureau of Standards Standard Sample 84a or 84b, or Standard Samples of 
comparable purity. 



4. 004 ±0. 005 
4. 005 ±0. 002 



0.006 
0.002 



• ±0.1 mv corresponds to ±0.0017 pH unit at 25° C. 



In table 6 the various values, with corrections, for a 0.05-m solution 
of acid potassium phthalate are given for 25° C. The value of 4.005 
obtained in this investigation agrees very well with the average value 
of 4.004. When it is realized that 0.1 mv in the emf corresponds to 
0.0017 pH unit, the agreement is excellent. The differences between 
the two sets of values of Maclnnes, Belcher, and Shedlovsky and of 
Hitchcock and Taylor correspond to 0.3 mv, which is an appreciable 
error for cells without liquid junction but not for cells with liquid 
junction, which they used in their determinations. The agreement 
of the pH values obtained in this investigation with those found by 
Maclnnes, Belcher, and Shedlovsky, and by Hitchcock and Taylor, 
indicates that either pH method may be used. The method of 
Maclnnes and Hitchcock is simpler and more direct, whereas the 
method herein described is more precise in that cells without liquid 
junction can be more accurately reproduced and lend themselves to 
thermodynamic treatment. Presumably, the different samples of 
acid potassium phthalate used by the various experimenters were of 
like purity and the various discrepancies may be attributed to the 
use of liquid junctions that are difficult to reproduce, to the use of 
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different types of hydrogen electrodes [19], 8 or to accidental errors. 
Nevertheless, the various values are in quite good agreement, and 
the pH value of a solution of acid potassium phthalate of a molality 
of 0.05 may be said to be established as 4.005 ±0.002 at 25° C. 

Wood and Murdick 120] obtained 3.86 for the pH of a 0.2-M solution 
of acid potassium phthalate at 25° C from measurements with a 
saturated type of calomel half-cell, to which they assigned a value of 
0.2437 v. Their pH value is 0.024 pH unit lower than the one 
obtained in this investigation. Recent data give 0.2434 v 115] and 
0.2441 v 112] for the potential of the saturated calomel half-cell. The 
average value of 0.2438 v with the emf of Wood and Murdick gives 
3.86 for the pH value. The difference of 0.024 between their value 
and the one reported here therefore must be due to either the differ- 
ence in the pH methods, which becomes more pronounced at higher 
concentrations, or to the type of liquid junction used by Wood and 
Murdick. 9 The potential of a liquid junction between solutions of 
these types depends on the way it is constructed 115]. Unfortunately, 
no data are available for other concentrations with which comparisons 
may be made. 

IV. PREPARATION OF THE pH STANDARDS OF 
ACID POTASSIUM PHTHALATE 

Solutions of acid potassium phthalate of molalities from 0.001 to 0.2 
are well suited for use as standards of pH. They possess good buffer 
capacities between 0.05 and 0.2 m, vary little in magnitude with 
changes in temperature, especially between 0° and 30° C, and may be 
readily prepared from a single salt and freshly boiled distilled water. 
It is recommended that they be prepared as follows: Add a known 
weight of dry acid potassium phthalate of high purity to 1,000 g of 



Table 7.- 



-Quantities of acid 'potassium phthalate required to prepare solutions of 
various molalities. 



Molality 


Grams per 
1000 grams 
of water 


Density 
at 20° C 


Density 
at 25° C 


Grams per liter 
of solution 


20° C 


25° C 


0.001 
.002 
.005 
.01 
.02 

.05 

.1 

.2 


0. 2042 
.4084 
1.0211 
2.0422 
4.0844 

10. 2108 
20. 4216 
40.8432 


0. 99833 
. 99842 
. 99871 
. 99919 

1. 00014 

1. 00295 
1. 00750 
1. 01628 


0. 99716 
. 99725 
. 99753 
. 99799 
. 99892 

00171 
1. 00616 
1. 01484 


0. 2038 
.4076 
1. 0187 
2. 0364 
4. 0683 

10. 1374 
20. 1630 
39. 8793 


0. 2036 
.4071 
1. 0175 
2. 0339 
4. 0633 

10. 1249 
20. 1362 
39. 8228 



• The weights given in the table are the weights of the substances in vacuum. International atomic 
weights of 1941 were used. 



s Hamer and Acree [19] observed that hydrogen electrodes prepared with platinum or palladium sponge 
behave differently in solutions of acid potassium phthalate. They found that both types gave the same 
potential during the first 5 or 6 hours after the electrodes were immersed in the solutions. However, they 
found that the potentials of the electrodes prepared with platinum sponge constantly increased after 5 or 
6 hours, whereas the potentials of the electrodes prepared with palladium sponge remained constant in many 
cases for well over 100 hours. The good agreement in the pH values of acid potassium phthalate reported 
by various experimenters and given above indicates that most of the measurements with hydrogen elec- 
trodes must have been made within a relatively short time. 

9 Wood and Murdick expressed their concentrations on a molar scale, whereas the concentrations used 
in this work are expressed on the molal scale. A 0.2-tti solution corresponds to a 0.195-M solution (see 
table 7 for densities). Extrapolation to 0.2-M gives> pH of 3.881, which is0.021 pH unit higher than the 
value of Wood and Murdick. 
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distilled water of pH 6.7 to 7.3. No preservative is necessary, and the 
solutions will keep in a glass-stoppered Pyrex bottle for at least 
6 months with no change in pH. The requisite weights corrected to 
vacuum of acid potassium phthalate to be added to 1,000 g of water 
are given in the second column of table 7. 

The purity (effective neutralizing power) of acid potassium phthal- 
ate may be determined by titrating a known weight of the salt with 
a standard solution of potassium hydroxide. Reagents and apparatus 
should be free of carbon dioxide or carbonates. The end point, 
which corresponds to a solution of dipotassium phthalate, may be 
determined by a pH meter or with a solution of phenolphthalein. 
The pH of solutions of dipotassium phthalate may be calculated by 
using values of K%, K 2 , ftp h , fern, and H given previously [1, 2] and 
eq 4, 5, 6, 7, and 8 and the eq 

ro£+ (K[+2a)m 3 u + (aK' l +K[K' 2 --K'J)rn&- 

(K^Kdmn-K^K'^O (12) 

giving the hydrogen-ion concentration of dipotassium phthalate. 
K[, K' 2 , and K'„ refer, respectively, to KJ H2 p h /Jf H f^ hy I^W/h/fiii 
and KwCLh. o//h/oh where K w is the dissociation constant of water [18], 
a H o is the activity of water, /oh is the activity coefficient of the 
hydroxyl ion, and the other terms have the same significance as 
given above. At 25° C, the pH values of solutions of dipotassium 
phthalate having molalities of 0.01, 0.04, 0.05, 0.06, and 0.10 are, 
respectively, 8.55, 8.74, 8.77, 8.79, and 8.83. The pH values of a 
0.05-m solution are 8.94, 8.85, 8.77, 8.69, and 8.61, respectively, at 
temperatures of 15,°, 2(T, 25; 30?, and 35° C. Therefore, if about 1 g 
of acid potassium phthalate in 50 ml of distilled water is titrated 
with 0.1 -N potassium hydroxide, the concentration of dipotassium 
phthalate at the end point will be approximately 0.05-m and the pH 
will be 8.8 at 25° C and 8.7 at 30° C. Frequently, sodium hydroxide 
is used as the titrant. In this case the solution at the end point 
will be sodium potassium phthalate, and the pH will be somewhat 
different than when potassium hydroxide is used as the titrant. 
Unfortunately, the values of the activity coefficients of the sodium 
salts of o-phthalic acid are not known. In general, however, the 
activity coefficients of sodium salts are higher than potassium salts. 
Therefore, it is to be expected that the pH of a solution of sodium 
potassium phthalate will be lower than that of a solution of dipo- 
tassium phthalate of equivalent concentration. Results given in the 
NBS certificate for Standard Sample 84c of acid potassium phthalate 
indicate that this is the case. A 0.05-m solution of sodium potassium 
phthalate has a pH value of 8.6 at 25° to 28° C. 

In order that the solutions of acid potassium phthalate may be 
prepared on a volumetric basis, the densities of 0.02-, 0.05-, 0.10-, 
and 0.20-m solutions were determined at 20° and 25° C with the usual 
type of Ostwald picnometer of 50-ml capacity, using a tare of the 
same volume. Four independent determinations of the densities were 
made at each temperature. Average values are given in columns 
3 and 4 of table 7. The data for solutions more dilute than 0.02-m 
were obtained from a smooth curve drawn through the densities of 
water and of solutions of higher concentrations. The requisite 
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weights of acid potassium phthalate for a liter of solution at 20° and 
25° C are given in the last two columns of table 7. 

For high accuracy, it is suggested that acid potassium phthalate, 
NBS Standard Sample 84a, having a certified purity of 100.00 percent, 
determined by titration, be used. It should be prepared for use as 
specified on the certificate. Standard Sample 84b may also be used. 
It has a purity of 100.04 percent, however. In order to ascertain if 
this small amount of acid impurity would appreciably affect the pH 
value of a 0.05-m solution, a series of measurements of the emf of 
hydrogen-silver-chloride cells without liquid junction were made with 
this sample. Experimental details have been described previously by 
Hamer and Acree [1, 2, 41. Results are given in table 8 for measure- 
ments at 0°, 15°, 25°, 35°, 45°, and 60° C for solutions containing 
different amounts of potassium chloride. From these measurements, 
values of —log C/ h /ci^h) were calculated for each concentration of 
potassium chloride by the method previously described [31. In 
figure 3 the values are plotted as a function of the molality of potas- 
sium chloride. The values for Standard Sample 84a given in a former 
paper [31 are included for comparison. Extrapolation to zero concen- 



4.20 



396 



- No. 84 a 

- No. 84 L 




0.01 
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Figure 3.' — Plots of —log (/h/ci^h) as a function of the molality of potassium 
chloride for 0.05-m solutions of acid potassium phthalate, Standard Sa?nples 
84a and 8/^b issued by the National Bureau of Standards. 
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tration of potassium chloride gives the values of —log (JbJci^b) for 
a solution of acid potassium phthalate containing no chloride ion. 
The pH value is then calculated from this value by means of the 
equation 

pH=[-log C/H/cim H )°-P]/Q, (13) 

the derivation and constants of which are given by Hamer and 
Acree T31. Values of the pH for a 0.05-m solution of acid potassium 
phthalate, Standard Sample 84b, calculated by means of eq 13 are 
given at the bottom of table 8 for the various temperatures and are 
compared with the values for Standard Sample 84a [31. The slight 
differences of 0.001 to 0.002 pH unit between solutions prepared with 
Standard Samples 84a and 84b are well within the experimental error 
of the two series of measurements. Consequently, either sample may 
be used in the preparation of a solution of acid potassium phthalate 
for use as a pH standard. It is to be expected that other Standard 
Samples of acid potassium phthalate having purities comparable with 
Standard Samples 84a and 84b will have pH values equal to those of 
Standard Samples 84a and 84b. 10 

Table 8. — Electromotive forces of the galvanic cell Pd, H 2 | (g)KHPh(0.05 m), 
| KCl(m) | AgCl(s) | Ag(s) for acid potassium phthalate, NBS Standard Sample 84b 



Molality of 
potassium 
chloride 


Temperature in degrees centigrade 


0° 


15° 


25° 


35° 


45° 


60° 


0. 0020000 
.005196 
.01011 
. 01970 
. 02965 

. 03037 
. 04015 
. 04898 
. 005052 
. 009816 

. 02921 
. 03945 
.04811 


V 

0. 60422 
.58171 
. 56597 
. 55009 
. 54004 

. 53952 
. 53284 
. 52780 


V 

0. 61619 
.59231 
. 57544 
. 55861 
. 54858 

. 54777 
. 54059 
. 53526 


V 

0. 62403 
. 59938 
. 58181 
. 56484 
. 55424 

. 55318 
. 54589 
. 54039 
. 60011 
. 58290 

. 55447 
. 54669 
. 54068 


V 

0. 63182 
. 60634 
. 58896 
. 57067 
. 55958 

. 55888 
. 55123 
. 54554 


V 

0. 63952 
.61319 
. 59517 
. 57643 
. 56490 

. 56425 
. 55626 
. 55061 


V 

0. 65153 
. 62371 

. 58518 
. 57312 

. 57228 
. 56475 
. 55854 




















































pH values of 0.05-m acid potassium phthalate • 


Standard Sample 84a.. 
Standard Sample 84b.. 


4.007 
4.007 


4.000 
4.001 


4. 008 
4.009 


4. 025 
4.025 


4. 050 
4.049 


4.101 
4. 099 



« Calculated by the abbreviated method given in a previous report [31. 

In order to ascertain the consistency of the pH values given in table 
3 for use in the calibration of commercial pH meters, a pH meter was 
calibrated with 0.05-m solution of acid potassium phthalate which 
had a pH value of 4.01. The meter was then used to determine the 
pH value of other concentrations of acid potassium phthalate. All 
the measurements were made in a constant temperature room at 



»o Since this work was done, Standard Samples 84a and 84b have been superseded by equivalent Standard 
Samples, Standard Sample 84c and 185. A 0.05-m solution of acid potassium phthalate has been found 
to have the same pH value, whether it is prepared with Standard Samples 84a, 84b, 84c, or 185. 
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25° C. In table 9, the pertinent data are given. The agreement 
between the standard pH values given in table 3 and the values 
determined by the commercial pH meter is good except for the 0.10-ra 
solution. The glass electrode gives a value which is 0.01 greater than 
the standard value. However, this is well within the limits of 
accuracy of a commercial pH meter [21]. 

Table 9. — Comparison of pH values of acid potassium phthalate obtained with 
hydrogen and glass (commercial) electrodes 



Molality of 
acid potas- 
sium 
phthalate 


PH 

(hydrogen 
electrode) 


PH 

(glass electrode) » 


No. 1 


No. 2 


No. 3 


Average 


0.005 
.01 
.02 
.05 
.10 


4.167 
4.117 
4.070 
4.005 
3.948 


4.17 
4.11 
4.07 
K4. 01) 
3.97 


4.17 
4.11 
4.07 
(4.01) 
3.95 


4.17 
4.11 
4.07 
(4.01) 
3.97 


4.17 
4.11 
4.07 
4.01 
3.96 



» Measurements obtained with the commercial glass electrode were made by Elizabeth E. Sager and 
Alice S. Carr. 
t» Glass electrodes were calibrated with a solution of this strength. 



V. A CRITIQUE OF THE METHOD USED IN THE EVALUA- 
TION OF THE pH OF AQUEOUS SOLUTIONS OF ACID 
POTASSIUM PHTHALATE 

The pH values of acid potassium phthalate given in this report were 
calculated from the dissociation constants of o-phthalic acid and the 
activity coefficients of the H + , HPh 4 ", and Ph'ions determined from 
the emf of hydrogen — silver-chloride cells without liquid junction. In 
the determination of these quantities, mixtures of phthalates and chlo- 
rides were used. The activity coefficients of the various ions were deter- 
mined by the method of least squares, using the relationship: /3jli= 
— iScim C i— jSHPh^HPh+jSphTftpn, where /? is the "sal ting-out' ' term of the 
Huckel equation [6], given in equations above, and determined experi- 
mentally from the emf. It was necessary to assume that #H=£ob or 
that the activity coefficients of the hydrogen and chloride ions were 
equal except for the salting-out term. Only mean activity coefficients 
are obtained from the emf equation. The equations of Debye and 
Huckel are used to evaluate activity coefficients of ions. If instead, 
mixtures of phthalates and bromides had been used with silver 
bromide electrodes or if mixtures of phthalates and sulfates had been 
used with mercury-mercurous sulfate electrodes, the individual 
/3 values would have been determined, respectively, by #/x= 
- fcr^Br- feph^HPh+ ftpn^ph and /3/x= — /3so4^so4— /3 H phm H Ph+ ft> h m Ph , 
and /3 H would be assumed to be equal in each case to /3 Br or /5 S o4- 
As the /3 terms are independent of each other, the pH value is the same 
for acid potassium phthalate in the absence of chloride, bromide, or 
sulfate ion, but not in their presence because of the differences in 
their salting-out terms. Therefore, the pH values of acid potassium 
phthalate presented in this paper do not depend upon the reference 
electrode used but do depend upon the assumption used in the eval- 
uation of the hydrogen ion. However, as the molality of H + ions in 



pH of Acid Potassium Phthalate 61 

acid potassium r phthalate is only about 0.0001, the term /3 H m H con- 
tributes only a very small (negligible) fraction to the value of / H as p 
is generally less than unity. It will not matter, therefore, whether /3 H 
is assumed equal to fiou &bt, or p soi . 

Certain theoretical difficulties are encountered in the evaluation of 
the salting-out terms and ion sizes of individual ions as given above. 
Experimentally, only mean activity coefficients are obtained, and 
recourse was taken to the equations of Debye and Hiickel to evaluate 
the activity coefficients of the individual ions. However, this pro- 
cedure should give a very close approximation to the activity of ions 
in solutions, especially in dilute solutions «0.1m). It does not 
imply that the activities of individual ions have been evaluated. 
Theoretical difficulties attendant on the evaluation of the salting-out 
terms and ion sizes of individual ions may be partially circumvented 
by using the short method of Hamer and Acree [31, which is inde- 
pendent of the Debye-Hiickel theory. This method gives substan- 
tially the same pH values for solutions of acid potassium phthalate 
as the more involved method described in this paper. In the method 
of Hamer and Acree the activity coefficient of the hydrogen ion is 
taken equal to the mean activity coefficient of hydrochloric acid 
alone or in salt solutions. 

It has been reported that observed activity coefficients of mixtures 
may be reproduced within 0.001 for ionic strengths as high as 0.5 if 
the assumption is made that ftu = — foi^oi— feph^HPh+/3 P hm Ph . An 
error of 0.001 in the activity coefficient of the hydrogen ion introduces 
an error of 0.0005 in pH. Hamer and Acree [41 have shown that 
probable uncertainties of 0.05 mv in the emf and the potential of the 
silver-silver-chloride electrode in its standard state, an error of 0.1 
percent in the concentration, and the probable uncertainties in the 
natural constants for use in the emf equations given by Wensel [221 
combine to give an uncertainty of 0.001 in pH values. Hence, with 
due consideration to possible accidental errors and to the assumptions 
made in evaluating the activity coefficient of the hydrogen ion, the 
pH values reported in this paper and previous ones in the series deal- 
ing with phthalate mixtures are considered to be accurate to 0.002 
pH unit. 
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